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ABSTRACT
The increase of process simulations in industry leads to the need of accurate knowledge of material thermal properties. As the determination
of liquid metal properties is quite difficult, this article presents an experimental setup and a technique to estimate the surface tension and
the density of several refractory metals (Nb, Ta, and W) and their variation with the temperature. This work is based on the well known
sessile droplet method applied in a controlled atmosphere (Ar) and coupled to thermal measurements. The particularity of this work is the
acquisition of measurements up to high temperatures (over 3500 K).
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I. INTRODUCTION
The determination of thermo-physical properties of liquid
metals is a current challenge in the heavy industry network. In
many industrial applications, the behavior of solid or liquid mate-
rial has a huge effect on the final piece quality. For instance, in
welding the cooling rate, which depends on material properties,
can be responsible of cracking, hardening, and embrittlement. In
the case of casting, the thermal expansion and the material flow,
driven by surface tension, may produce shrinkage defects.
Accordingly, the knowledge of metal properties could lead to
enhance industrial applications.
Moreover, the numerical analysis is more and more used to
improve process parameters or to observe phenomena difficult to
measure. Nowadays, the physical descriptions of processes are
quite well known overall, but it is still difficult to build a perfectly
predictive simulation due to the high uncertainty on material
properties. Up to date, literature data are consistent only at low
temperature (T < Tm) and show large discrepancies at higher
temperatures.
The thermo-physical properties considered for these applica-
tions are thermal conductivity (λ), specific heat (cp), density (ρ),
surface tension (γ), and viscosity (η). Their measurements need
different experimental setups and here we focus on the analysis of
surface tension and density measurements.
The surface tension of fluids (a liquid inside a gas or two
liquids) is an interfacial energy due to the cohesion difference at
the interface between the two fluids. Largely studied for common
liquids,1 it can be described as the energy needed to deform this
interface. In the case of metals, the surface tension is quite high.
For instance, it is at least ten times higher than the one of water
(≈2 Nm−1 for iron versus 0.07 Nm−1 for water). Moreover, this
parameter is hugely dependent on the surface temperature and
chemistry,2 producing the well known Marangoni effect.
The mastering of the surface tension and its variation is thus
critical for some industrial applications. For instance, a sensitive
case is the brazing where the wetting of the filler material on the
substrate has a very huge impact on the ending assembly quality.
Indeed, the higher the wetting, the larger the diffusion area and the
better the mechanical properties. Thus, with an efficient surface
tension measuring method, the properties of different filler materi-
als could be previously quantified and selected in order to enhance
wetting.
The theoretical quantification of the surface tension is quite
difficult and a lot of experiments have been performed to estimate
it. In the literature, the following methods can be found:
• pendant drop,3–5
• sessile drop,3,6
• magnetic levitation,7,8
• free fall oscillating droplet,9 and
• maximum pressure bubble.10,11
In this paper, we report an application of sessile droplet method
that allows one to precisely characterize the surface tension of
liquid metals (niobium, tantalum, and tungsten). In future, our
experimental setup will also allow one to observe contact angles for
different substrates and measure dynamic viscosity.
The fundamental relation of Young-Laplace12 [Eq. (1)] describes
the pressure variation (gradient at the interface) due to the surface
tension (γ). κ is the local principal curvature of the interface,
ΔP ¼ PL  Pext ¼ γκ: (1)
The pressures PL and Pext are, respectively, the liquid pressure and the
external pressure. In the case of the sessile droplet, the main assump-
tion is that the only external forces are linked to the gravity. Thus,
considering the hydrostatic pressure and the weight of the drop, the
equilibrium relation with the surface tension can be written as
γκ ¼ mg
πr20
 ρgz0: (2)
As summarized in Fig. 1, m is the droplet mass, g is the gravity
amplitude, and z0 is the height of the drop. From Eq. (2), it follows
that the shape of a free sessile droplet is determined by the competi-
tion of surfaces tension and gravity. For droplet sizes smaller than the
capillary length (
ffiffiffiffiffiffiffiffiffiffi
γ=ρg
p
), this relation is no more suitable and the
surface tension can not be quantified. On the contrary, if the charac-
teristic droplet size is larger than the capillary length, Eq. (2) is valid
and the gravity significantly affects the droplet shape (r0 and z0).
Therefore, in order to allow the use of this expression
[Eq. (2)], droplets radii have been carefully chosen (>3 mm).
It should be noted that expression [Eq. (2)] is valid if
hydrodynamic effects are negligible. Therefore, efforts have been
made to minimize boundary flow effects like drop oscillations or
Marangoni effect. Moreover, Eq. (2) depends on the temperature
through density and surface tension. Therefore, the presence of
a temperature gradient would significantly complicate the solu-
tion of Eq. (2). Thus, measurements have been performed with
homogeneous temperature inside the drop for a measurement at
a given time step.
II. EXPERIMENTAL SETUP
The setup shown in Fig. 2 is composed of three main compo-
nents, the vacuum chamber, the droplet support, and the fast camera.
As the material properties are very sensitive to the oxygen
content, the experiments have been performed in a chamber with
very low content of oxygen. For satisfactory shielding conditions,
the chamber has been drained (until a couple of millibars) and
filled with argon gas (1 bar).
FIG. 2. Experimental setup scheme.
FIG. 1. Sessile drop scheme.
The present paper deals with refractory materials; consequently,
the substrate has been selected carefully. For instance, a tungsten
square block has been chosen (5mm thickness and 4 cm length) for
niobium and tantalum samples. Tungsten is very convenient due to
its high melting point and its low reactivity. A graphite disk has been
used for tungsten samples. If the tungsten substrate could be reason-
ably supposed to not chemically affect the drop, the carbon material
tends to diffuse inside the sample and disturbs the measurements.
To acquire the time evolution of the droplet shape, a fast
camera (Phantom Miro Lab 310) has been used at a frequency
between 500 Hz and 1 kHz (depending on the fusion time dura-
tion). The acquisition window has been selected to obtain
sufficient shape resolution, leading to the following scale: 8 μm <
1 px < 15 μm. The camera has also been calibrated to allow tem-
perature measurements. This technique was developed in our pre-
vious works13 in order to correlate the gray level given by a fast
camera (between 800 and 900 nm wavelength) to the parietal tem-
perature of liquid metals. In the present configuration, this
method allows field measurements with uncertainty ≈5%. The
advantage of this technique is that it gives access to the thermal
gradient due to the metallic substrate.
As shown in Fig. 2, the samples are heated by a laser. The
used laser is an Yb-YAG (1030 nm), sufficiently absorbed by the
studied materials. The laser powers and the heating duration used
to melt these refractory materials are summarized in Table I.
These parameters (Table I) have been taken because they lead
to the material melting without any vaporization. It should be
noted that the lower energy used to melt the tantalum workpieces
is due to the use of a smaller droplet size.
III. MEASUREMENTS METHOD AND LIMITS
A. Method description
The surface tension is deduced from Eq. (3) with several char-
acteristic lengths that have to be measured on videos:
γ ¼ 1
κ
mg
πr20
 ρgz0
 
: (3)
The observable information needed to obtain γ and ρ are
• the curvature κ at the droplet apex,
• the maximal height z0 of the droplet,
• the contact radius r0 as the contact surface S is a disk,
• the sample mass m, and
• the volume V to compute the density ρ.
All these quantities are extracted from fast camera measurements,
with the exception of the mass (m) which is measured with a high
precision balance before laser irradiation (resolution 10−4 g).
Concerning videos, a particular caution is taken about the
acquisition time range. Indeed, during the laser radiation [Fig. 3(a)],
a thermal (gray level) gradient can be seen below the laser beam.
The presence of this thermal gradient induces a spatial gradient of
the surface tension and density inhomogeneities. This prevents
from the possibility to use Eq. (3) to correlate a single γ to a given
temperature.
Moreover, the surface tension gradient, induced by the thermal
gradient, generates a flow via the Marangoni effect perturbing the
droplet shape and creating oscillations. These disturbances further
reduce the quality of the surface tension estimation.
In order to overcome this problem, only the images acquired
during the sample cooling have been used. Indeed, once the laser is
switched off the temperature becomes rapidly (a few milliseconds)
homogeneous over the entire sample [Fig. 3(b)]. To automatically
detect the laser switch off (stop) on the video, the global mean gray
level (GLmean) is computed at each time step. Figure 4 indicates the
measurement interval between laser switching off and solidification
of the niobium sample. Despite this interval is quite narrow, the
use of fast camera allows several hundred measurements before the
solidification.
A dedicated numerical tool is used to extract informations
(κ, z0, r0, and S).
TABLE I. Process parameters.
Material Niobium Tantalum Tungsten
Power (W) 1750–2200 1000 3000
Duration (s) 7–10 3 10
FIG. 3. Captured video, niobium example, (a) during laser radiation and (b)
after laser extinction.
The numerical tool has been developed with Python coupled
the OpenCV 2.4 library. This tool is built through the following steps:
• Global reading and storage of the video in cache memory.
• Select the acquisition time range (gray level analysis).
• Treatment for each time step:
1. Image treatment (thresholding, centering, base line selection,
reflexion removing, etc.).
2. Extract contours for each time.
3. Measure the contact radius r0.
4. Compute the apex curvature κ.
5. Measure the droplet height z0.
6. Compute the volume V and the density ρ.
7. Compute the surface tension γ.
B. Reproducibility and sensitive parameters
The sessile droplet method has been largely used to measure
surface tension for fluids at room temperature. In the present case,
the method focuses on measurements of surface tension and its
thermal variation for high temperatures (above 3000 K). With our
experimental design, there is no enlightening technique. The
droplet can be detected by the camera only when its temperature is
quite high (optical filtering between 800 and 900 nm). Thus, the
acquired video data are dependent on the laser energy deposition
coupled to the camera and optical settings.
In order to validate the reproducibility and sensitivity to oper-
ating parameters, three experimental configurations (Table II) have
been tested with niobium samples. Niobium was chosen because it
is not reactive with the tungsten substrate and it is a pure material
largely encountered in the literature.
The laser power and the heating duration are the usual laser
process parameters. Shutter time and optical density concern the
measurement diagnostics. The shutter time is a camera setting that
corresponds to the acquisition time of the sample radiation by the
sensor (for each image). Here, for all the cases, shutter time is a
few microseconds because of the high temperature level. Calibrated
optical densities (D = 1 and 2, Table II) are introduced in the
optical path in order to reduce the sensor incident radiation
[D ¼  log10 (I=I0)] by, respectively, 10 and 100. Thus, in Table II,
the two last parameters have a huge effect on the luminosity of the
video and affect the temperature measurement and the droplet
shape detection.
It should be noted that, for niobium, the numerical tool refer-
ence parameters (threshold, baseline, etc.) were chosen from the
experimental case 1 (Table II) and kept for cases 2 and 3.
For this validation step, the surface tension and the density of
niobium are plotted (Figs. 5 and 6) as a function of the image
number (i.e, the time). Indeed, for this validation step, the correla-
tion with the temperature level is not yet necessary. As the energy
deposition is different between case 1 and the two others, the
results have to be shifted to make measurements comparable. This
correction can be made because during the cooling, the tempera-
ture evolution depends only on material thermal properties and
not on laser parameters. Uncertainties of results shown in Figs. 5
and 6 are summarized in Table III and illustrate that the accuracy
of our technique (<5%) is similar to the work of Paradis et al.14
TABLE II. Process and measurement configuration for sensitivity analysis on
niobium samples.
Case No. 1 No. 2 No. 3
Power (W) 1750 2200 2200
Heating duration (s) 7 10 10
Shutter time (μs) 1 1 5
Optical density 1 1 2
FIG. 5. Surface tension measurement for three niobium samples.
FIG. 4. Mean gray level, case of niobium.
Figure 7 is an example of the noise extraction from the data
coming from case 2 (Table II).
For the density, the uncertainty sources are due to drop shape
evaluation and to the mass measurements. In addition to the drop
shape and mass measurements, the surface tension depends also on
density. Therefore, the error coming from the density propagates to
surface tension uncertainty. In this work, the most important noise
source is the droplet shape estimation because of residual oscilla-
tions due to heating thermal gradients.
In Figs. 5 and 6, several points are interesting. As the measure-
ments have been made during the cooling, the temperature decreases
until the solidification. Thus, one can observe a reduction of the
surface tension with an increasing temperature as shown in the litera-
ture.8 Around the solidification temperature (frame 300), the mea-
sured value is also very close to the literature values 1.9 Nm−1.15–17
For the density, one can make equivalent conclusion. The density is
slightly decreasing with increasing temperature, which is a well
known behavior of liquid metals. The value at the solidification point
is also coherent with the literature review: 8500 kgm−3.15–17
It should be recalled that this step is a method validation and
a sensitivity analysis of process parameters and diagnostics settings.
Looking at Figs. 5 and 6, it is evident that the two first cases
(process parameter changes, Table II) do not have a significant
effect on results. On the contrary, in the third case, the diagnostic
settings (Table II) slightly affect the measured surface tensions and
densities. This is quite clear for densities (Fig. 6) and it is evidenced
by fitting curves on surface tension results (plain lines Fig. 5). For
cases 1 and 2, lines are superimposed and have similar slopes
whereas the third slope is much higher.
These effects of diagnostic settings on results can be explained
by the thresholding performed during the picture treatment. Indeed,
this method is based on contour detection. Thus, a modification of
optical settings (shutter and optical density) induces a change in
measured gray levels. More specifically, changes from case 1 to case
3 imply a global reduction of gray level. The binarization threshold is
thus no more suitable for case 3 (too high). The measured droplet
size is thus underestimated, and this leads to an overestimation of
density (Fig. 6). As a consequence, the optical settings of cases 1 and
2 have been selected for the rest of the measurements.
IV. RESULTS AND DISCUSSION
Tantalum and tungsten are two refractory materials, i.e., mate-
rial with a very high melting point, 3290 and 3695 K, respectively.15
As the process parameters (laser and diagnostics settings) are
slightly different in the two cases, results are presented indepen-
dently in subsections IV A and IV B.
A. Tantalum
Figure 8 shows Tantalum surface tension (black) and density
(gray) obtained with our technique in comparison with literature
data.15,17–19
Several temperatures shown in Fig. 8 are lower than the solid-
ification point (3290 K). These temperatures correspond to
FIG. 6. Density results for three niobium samples.
TABLE III. Standard deviation (SD) of the noise measured on surface tension and
density.
Case No. 1 No. 2 No. 3
SD surface tension (N/m) 0.10 0.06 0.06
SD density (kg m−3) 8 7 8
FIG. 7. Noise extraction for case 2.
metastable liquid states below the solidification point occurring
during the cooling process (super-cooling).
Our results (SD = 0.17 N/m) are in good agreement with the
constant values found in the works of Aqra and Ayyad15 and
Eustathopoulos et al.17 Moreover, the estimated variation of surface
tension with the temperature allows the calculation of the thermo-
capillary coefficient (@γ=@T) responsible of the Marangoni effect.
Time dependent data coming from Paradis et al.18 are also added
in Fig. 8 (black squares) and a linear fit of current measured data is
plotted (black line). Assuming a linear evolution of the surface
tension with the temperature [Eq. (4)], a detailed comparison is
made in Table IV and a very good agreement is found between our
results and the literature,
γ(T) ¼ γ0 þ
@γ
@T
(T  Tfus): (4)
The gray part of Fig. 8 compares density measured with our
technique and data reported from the literature. Similar to the
surface tension, a linear fitting is made (gray line) and literature
data are added (temperature variation: squares19 and constant
value: dashed line.15 Conclusions for density are similar to those
concerning surface tension. The value of density at melting point
(ρ0) is slightly different from the literature (<3%) and also its tem-
perature variation (@ρ=@T) seems to be coherent with the litera-
ture.19 Assuming a linear description of the density [Eq. (5)], the
parameters of the law can be compared (Table V) too,
ρ(T) ¼ ρ0 þ
@ρ
@T
(T  Tfus): (5)
B. Tungsten
Figure 9 is the representation of the surface tension (black
part) and the density (gray part) for the tungsten sample. It should
be recalled that, with this sample, the tungsten substrate cannot be
used. Thus, a graphite support was used.
For both surface tension and density, results are coherent with
the literature review with discrepancies higher than for the tanta-
lum study. It can be noted that for the surface tension, literature
values exibit an important scattering (from 2.3 to 2.75 N/m) with
the lower values, near our experimental results, being the most
reported.20 Data found in the literature for the thermocapillary
coefficient −2.9 × 10−4N/m/K (Ref. 15) and −2 × 10−4N/m/K
(Ref. 17) are quite close to measure [Eq. (6)].
Concerning the density, our results are slightly higher than
the literature but the value stay at a satisfactory level (<5%).
FIG. 8. Surface tension (black) and density (gray) of tantalum regarding the litera-
ture: black squares (Ref. 18), gray squares (Ref. 19), * (Ref. 15), and ** (Ref. 17).
TABLE IV. Comparison between the measured surface tension and the literature.
Tantalum Experiment Literaturea
γ0 (N=m) 2.18 ± 0.17 2.15
@γ=@T (N=m=K) −2.9 × 10−4 −2.1 × 10−4
aReference 18.
TABLE V. Comparison between the measured density and the literature.
Tantalum Experiment Literaturea
ρ0 (kg=m
3) 15 415 15 000
@ρ=@T (kg=m3=K) −0.6 −0.4
aReference 18.
FIG. 9. Surface tension (black) and density (gray) of tungsten regarding the
literature: * (Ref. 15), ** (Ref. 17), and *** (Ref. 21).
The discrepancies found in Fig. 9 can be explained by the
diffusion of carbon on tungsten during the melting. Indeed, it is
quite difficult to find a material able to sustain liquid tungsten due
to its very high temperature. Graphite does not melt at this tempera-
ture but diffuses sensitively and affects the sample chemical composi-
tion. However, this effect does not explain these higher density
values which are probably due to a measurement method disturb-
ance. Indeed, during the diffusion of carbon in tungsten, the droplet
base tends to go down inside the substrate (couple of pixels, i.e.,
several micrometers). Thus, the hidden part of the drop is not con-
sidered during the volume computation and, for a constant sample
mass, produces a density overestimation.
The present results are thus not perfectly representative of tung-
sten pure material and disturbed by diffusion. The linear interpola-
tions of surface tension and density are summarized in the following
equations:
γ(T) ¼ 2:34 0:0005(T  Tfus), (6)
ρ(T) ¼ 18 600þ 0:59(T  Tfus): (7)
V. CONCLUSION
To conclude, in this paper, we reported an easy-to-use laser
based technique to measure surface tension and density. A par-
ticular caution has been taken concerning the laser heating that
can induce high thermal levels and high thermal gradients. For
this reason, measurements have been performed during the
cooling. Indeed, the sessile droplet method invoves a contact
between a substrate and the sample. This is very convenient
experimentally, but this contact increases the thermal gradient
and disturbs the measurement.
This “contact” method allows additional measurements like
contact angles, but is less efficient for materials that are chemically
reactive or similar to the sample (melting point).
Other perspectives and future works are about “contactless”
method developments. As they are based on oscillating droplets, they
lead to measure the surface tension, the density, and the viscosity.
NOMENCLATURE
GLmean = total mean gray level
g = gravity (m/s2)
m = droplet mass (kg)
Pext = external droplet pressure (Pa)
PL = droplet pressure (m)
r0 = droplet contact radius (m)
S = droplet contact area (m2)
SD = standard deviation
T = temperature (K)
Tm = melting point temperature (m)
V = droplet volume (m3)
z0 = droplet maximum height (m)
Greek
γ = surface tension (N/m)
γ0 = surface tension at melting point (N/m)
κ = curvature (m−1)
ρ = density (kg m−3)
ρ0 = density at melting point (kg m
−3)
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